A thermoluminescence dosimetry system for personal monitoring in Ireland.
In 1993 the decision was taken to replace film badges with thermoluminescence dosemeters (TLDs) as the main form of dosemeter for both whole-body and extremity monitoring at the Dosimetry Service of the Radiological Protection Institute of Ireland (RPII) in Dublin. A review of commercially available automatic TLD systems was carried out to identify the system which best met the RPII's requirements. This paper describes the dosimetry system used, and, in addition, discusses the problems encountered and how these were addressed.